
 

HWC - Quick Start Guide To Close Clamp For Flow 
 

  The HWC (Heavy Wall Clamp) can be used to stop flow of liquids or gases in any flexile tubing. The range of the clamp is 1/16” – 
  1/8” wall tubing (White Gate) and 1/8” – 1/4” wall tubing (Red Gate). The clamp will accommodate up to 2” OD. 

 
Assembly instructions for the HWC:  

 
 
 
 
 
 
 
 
 
 

    1. With the tube against Locking-Link     2. Rotate the Cam-Lever          3. HWC shown locked with        4. To move from Flow to Stop Flow          
    close Lower-Member on the first latch       forward and allow to latch         the tubing in the flow position   press Push Buttons Open Cam-Lever 

 

 

 
 
 
 
 
 
 
 
 

5. Grasp the tubing and move it      6. With the thumbs of both hands      7. Continue moving the Lower- 8. Move the Cam-Lever to the 
to the rear of the clamp          move the Lower-Member up            Member to the Stop Flow position      locked position to stop flow 

 
To open or close the HWC refer to the Quick Start guides for that operation. HWC can be locked on tubing without stopping flow by using the first latch on the Locking-Link .   

 
 
 
 
 

 
 
 
 
 

 

Please contact us for a distributor near you (231-264-0102). HWC is Patent Pending all Rights Reserved Twin Bay Medical 2009 
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